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FOREWORD 


This report is submitted in compliance with Modification S/A 6 to 
Contract NAS8-30254, and is a summary of work accomplished to date in 
continuing the development of the pre-prototype model of the Cabin 
Atmosphere Monitoring System (CAMS). The work was performed under 
Phase I of Exhibit "B", contract Modification 4, between August, 1974 
and June, 1975, and was under the direction of Alex Hafner, S&E-ASTR- 
IMF. . - - 


ABSTRACT 


Work has continued beyond the development of a p.reprototype raodel of the 
Cabin Atmosphere Monitoring System (CAMS). This report summarizes that 
work which was directed toward improving stability and reliability of the 
design using flight application guidelines. Considerable effort was 
devoted to the development of a temperature-stable RF/DC generator used 
for excitation of the quadrupole mass filter. Minor design changes were 
made tc the preprototype model and are reported. Specific gas measurement 
examples are included along with a discuss'^on of the measurement rationale 
empl oyed . 
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SECTION 1 


INTRODUCTION 


1 « 

This report summarizes the work accomplished to date under Exhibit "B" 
of contract Modification M dealing with development of the Cabin 
Atmosphere Monitoring System (CAMS). The work reported herein fonow°d 
that done previously in designing and- fabricating the preprototype mocel 
of CAMS, shown in Figure 1-1, and consisted of design investigations for 
improving stability and reliability using flight application guidelines. 

Modifications have been made to the pre-prototype model to improve quadr-- 
pole control voltage temperature stability and programming. These modif‘‘:a- 
tions are described, and are documented in Appendix A as schematic drawMgs 
replacing pages A-30 and A-36 of the CAMS Operations Manual. It had been 
hoped that the re-designed RF/DC generator v/ould also have been installed 
in the pre-prototype model. However, operating limitations cannot be 
eliminated within program time and financial constraints, and the model will 
function for laboratory use withou*: limitation with the original RF/DC 
generator. The new RF/DC generator design is described along with recom- 
mendations for eliminating the phase-shift problem. In other respects 
the design objectives for the RF/DC generator have been met, and temper- 
ature sensitivity has been virtually eliminated. 

Other areas of design investigation included the ion source, ion pump, and 
pulsed leak. These are described. Commentary on the role of automatic 
gdiii cuiiLrol and inedsurtiiiimiL uf Specific gases is given. ^ 
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Figure 2-1. RF/DC Generator Block Diagram 
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“Taljiti 2-1- 

Critlcal Components of the RF/DC Generator 


ITEM # COMPONENT 

(Ref. Figure 2-1) 

1 Oscillator 

2 RF Amplitude Control 

3. RF Buffer Amplifier 

4 RF Reflex/Ruffer Amplifier 

5 Q'ing Circuit 

Campari so li Airiplifisr ■ 

7 RF Rectifier 
(Amplitude Detector) 

8 DC Voltage Control 


DESCRIPTION 


Conner-WInfleld TCX0-C12C 

Field-Effect Transistor - 2N3821 

LH0032C & LHOCCSC - National Semi- 
Conductor 

LH0032C a LH0033C - National Semi- 
Conductor 

Pot Core (2); #2213C-A40-4C4 
Arnold Engrg. 

Capacitor, low loss - 5004-NP0-200G(AVX) 

Capacitor, variable - VC54G 

Operational .Amplifier, low offset 
LM108A 

Diode, switching; HP2810 
Amplifier; LH0032C a LH0033C 

Operational Amplifier; pA741(l) and 
LM108A (2) 

Transistor, NPN high voltage 
(MPSA42) National Semiconductor 

Transistor, PNP high voltage 
(MPSA92) National Semiconductor 





Figure 2-2. DC Voltage Control Section of RF/DC Generator 
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Figure 2-3. R-F Section of RF/DC Generator 
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The Connor-Winfield Model TCX0-C12C oscillator was chosen on the ba^is of 
its inherent frequency stability (+0- 0002% over the temperature range -25°C 
to +65°C). The resistor divider network on the output of this oscillator 
is tailored to the 5VRMS-into-5K-ohm load specification of the oscillator. 
The oscillator output level is not critical. Oscillator output variations 
■up to +25% will be eliminated by the RF amplitude control circuit. 

The RF amplitude control is mechanized by using the variable drain-to-source 
resistance characteristic of a field effect transistor (FET). The compari- 
son amplifier output controls the FET (Q1 of Figure 2-3) resistance. 

With one mniiamp of (forward) gate current the drain-source resistance is 
about 20 ohms. This resistance increases to about IK ohm at zero gate 
voltage (and current). As the FET gate is reverse biased the drain-source 
resistance continues to increase. A drain-source resistance greater than 
lOOK ohm is achieved at -3 volts. Considering the RF buffer amplifier 
input resistance of lOK ohm an effective dynamic range of 500 to 1 is 
thus obtained. 

The two RF buffer amplifiers of Figure 2-1 are similarly mechanized as 
shown on Figure 2-3. The LH0032 is used as a preamplifier with voltage 
gain.. To achieve significant voltage gain at 2.5 MHz and maintain stability 
above 2.5 MHz, a tuned compensation network is used. Figure 2-4 shows the 
uncompensated open loop gain characteristics of the LH0032. Open loop gain 
characteristics .for two compensating capacitor values are also shown. 

Referring to Figure 2-3 and 2-4, C9 (0.01 pf) is seen to dominate the gain 
characteristic hclw 100 KHz. A very low Q series resonance occurs at 
about 150 KHz du* l 4, C9, R9 and the amplifier's internal impedance. 

From 160 KHz tP i.5 mHz cne inductor L4 dominates the gain chardCteristic. 

A parallel resonance with a Q of about 40 occurs at 2.5 MHz due to L4 
and C6. This parallel resonance facilitates about 46 dB of open loop gain 
at the quadrupole rod supply frequency of 2.5 MHz. Above 2.5 MHz C8, 33pf, 
dominates to assure high frequency stability. 

The second part of the RF buffer amplifiers is the LH0033 vn'th a current 
booster stage as shown- on Figure 2-3. Without the booster stage the LH0033 
output current is limited to 0.1 amp peak. The LH0033 with the booster can 
drive 0.9 amp (to lOV) peak current. The booster stage does not affect the 
other performance characteristics of the LH0033 (such as typical 8-ohm out- 
put resistance and 100-MHz full-power bandwidth). It is essential that the 
LH0033 have 0.01 pf disk ceramic capacitors to bypass the +15 VDC power 
rupplies. These bypass capacitors must be located on or very near the , 
actual power supply pins of the LH0033 to prevent 20 MHz or higher internal 
oscillations. 

The "Q‘'ng’' circuit of Figure 2-1 is mechanized as essentially a balanced 
pair of series L-C resonant circuits. The inductors of each half are LI 
.and L2 respectively. The resonant capacitance in each half is the total 
of the two 5pf NPO, the coax connecting cables, and the quadrupole rod 
capacitances. The four "pick-off" capacitor strings must be stable since 
they are used as input, or feedback, circuit elements. Any shift in their 
values will shift the RF voltage level to the quadrupole rods. The NPO 
capacitors (AVX j?5004-NP0-2006) have a temperature coefficient of +30ppm/ C 
maximum. 
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Fiaure 2-4. LH0032 Compensation (Open-Loop Rain Characteristic) 


The RF rectifier circuit consists principally of A6 and A7 on Figure 2-3. 

The LH0032 is used in the same manner as discussed previously for the RF 
buffer amplifier. The LH0033 is used without the booster to drive the low 
impedances required to maintain the H.P., 2810 diode's {CRl and CR2 of 
Figure 2-3) rectifying efficiency. The HP2810 has a forward voltage 
drop of 0.3 volts at 0.1 ma. This forward drop creates a deadband in 
the RF rectifier voltage response. The output of the RF amplifier 
(A6 and A7) must swing from zero to about 0.3 voVcs before any rectified 
RF output occurs. The net voltage gain of A6 anc A7 is 200 at 2.5 MHz. 

Thus an input voltage to the RF rectifier from the quadrupole rod pair 
A pickoff of 1.5 millivolts peak will overcome the diode deadband. 
Temperature variation of the diode forward drop will also be divided by 
the voltage gain and become insignificant when compared to the 40-milli- 
volt peak per amu scale factor at this pick off point. 

Temperature testing of the RF/DC generator configuration shown in Figures 
2-2 and 2-3 was performed at 75°F +40°F. For the purposes of determining 
stability three values of quadrupole control voltages were used corres- 
ponding to: 

' 9 atomic nitrogen - amu 14 

• argon - amu 40 

9 carbon tetrachloride - amu 152 

At each of the three amu control voltages maximum peak response at the 
temperature extremes was within 5 millivolts of the room temperature 
control voltage. (The basic scale factor is 33 millivolts per amu). 

Inis 5 mill IvoTis a maAliiiurii shi-f-t- since without c.xcccsivc mass reso- 
lution the 95?i points of a single amu peak are about 10 millivolts apart. 
Referring to Figure 2-3,. the four major contributors to RF drift with 
respect to the quadrupole control voltage over temperature excursions are: 

• NPO capacitors (+30 ppm/°C) 

• RF diode forward voltage (1.5 mv/°C) 

• LH0032-A7 -offset (0.025 yV/oc) 

• LM108-A5-offset (0.015 yV/°C) 

The temperature .coefficients shown are the vendor specified maximum 
limits. In terms of equivalent quadrupole control voltage these components 
contribute the following maximum temperature dri+t: 

m 

4 

• NPO capacitors (amu 40) t0*87 mv 

• RF diode (1.5 mv/°C + A7 gain), ±0.17 mv 

• LH0032 offset (0.025 V/°C • 14.7K/5.11K) +1.6 mv 

• LM108 offset +0.33 mv 

Thus the temperature drift over the measured temperature range should be 
less than thrae millivolts even if these four random variables are additive. 
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LimHations of the Preadboard RF/DC Generator 


The RF/DC generator mechanization shown on Figure 2-3 has two limitations. 
The first is a 1 to 200 amu operating range (the CAMS preprototype model 
operates over a 1 to 300 amu range). The 200 amu upper limit can be 
increased by changing A2 and A3 (Figure 2-3) to LH0063.* Th^ LH0063 is 
similar to the LH0033 except it has twice the output current capacity and 
a 4-ohm instead of 10-ohm maximum output impedance. Using the booster 
stage and the larger (more expensive) LH0063 would easily extend the RF/DC 
generator range to 300 amu. 

The second limitation is caused by an inductance change (LI and L2 of 
Figure 2-3) with RF current amplitude. The inductance of LI and L2 
increases as the RF current level increases. This increase in inductance 
is about ^% per decade of RF current amplitude. The closed loop mechan- 
ization used in the RF section tends to compensate for this change but 
the correction is not adequate. For example: if the inductors are tuned 
for resonance at amu 4, an argon (amu 40) response will be only about 
one-third that achieved with the circuit tuned at the amu 40 level. 

Tuning the inductors at midrange (about amu 30) tends to make this effect 
less apparent. Other core materia’’ s were investigated in the hopes of 
finding a material which does not i,iift with operating level. All mater- 
ials identified (except air cores) isad other instability factors as bad 
or worse than the 4C4 pot core material presently used. An air core 
inductor, although somewhat larger than the present pot core, is one 
possible solution. A second possibility is to use the 4C4 pot core, but 
compensate its inductance shift with a varactor diode scheme. The quad- 
rupole control voltage: or either of the jjDC rod biac vnitanoc^ sro 
available to controTa voltage variable compensating capacitor. 

Calibration Procedure: RF/DC Generator Breadboard 


Calibration of the re-designed RF/DC generator is relatively simple and 
straightforward requiring a DC voltmeter and a dual trace oscilloscope. 

The calibration procedure is the following (Reference Figures 2-2 and 2-3) 

1. ) Set: RF/DC Ratio to minimum. 

Resolution Break Point to Maximum. 

2. ) Apply power to the unit. 

3. ) Set the quadrupole control voltage at about +1VDC. 

4. ) Adjust the DC Balance such that the +DC 

voltages read on Cl 5 and Cl 6 are equal. 

5. ) Verify oscilloscope calibration by observing the 

2.5 MHz sinewave on R42. Both traces should be 
of equal amplitude and in phase. 

6. ) Simultaneously adjust LI, L2 and G36 such that the 

output voltage of A2 is inphasewith the voltage on 
R42(L2), the output of A4 is in phase with the voltage 
on R43(L1) and the voltages on R42 and R43 are equal 
in amplitude (C36). (The voltages on R42 and R43 will 

♦Increasing the CAMS operating range above 200 amu. may not be warranted 
since ions of such high mass -would be rare in the mass spectra of gases 
appearing in the atmosphere. 


11 



be 180° out of phase.) 

7. ) While observing a low amu spectra (e.g., 14 through 18 amu - 

quadrupole control voltage +0.4 to +0.6 V) increase the RF/DC 
Ratio until the peak height is about twice the between peak 
(overlap) res.ponse. Adjust the DC balance for maximum response. 
Adjust the RF Balance (C36) for maximum response. Check the 

/ two phase measurements of Step 6 above as C36 is changed. 

After the DC and RF balance have been fine tuned increase the 
RF/DC ratio until the desired resolution of mass peaks is 
achieved. 

8. ) When all the above adjustments have been made, observe a high 

amu spectra. The high amu resolution may be decreased without 
changing the low amu .resolution by setting the Resolution 
Change Point potentiometer. The magnitude of the resolution 
■ change may also be adjusted by changing the select resistor. 


ION SOURCE 


In order to more effecti^/ely implement selective ionization as an analytical 
process, an indirectly heated dispenser cathode ms investigated. This 
work was carried out in conjunction with a Honeyv/ell -sponsored project 
directed toward the investigp-^ion of low-ppm carbon monoxide measurement 
and low electron energy anal, es involving gas species prone to fragmenta- 
tion upon ionizing. 

An indirectly heated dispenser cathode is of interest since emission occurs 
with no potential gradient along the emitting surface; that is, the IR drop 
of the heated-filament cathode can be eliminated. Moreover, the electron 
yield of the dispenser cathode material is greater than that of tungsten 
permitting the use of a lower cathode operating temperature. The lower 
emission temperature decreases the energy spread of the emitted electrons. 
These two factors contribute toward the attainment of an ideal , though 
not entirely realizable, condition desired for selective ionization (i.e., 
the production of monoenergetic electrons). Since the operating temperature 
of the dispenser cathode is about one-half that of the tungsten-wire cathode 
a significant narrowing of the electron energy distribution can be expected 
with its use as well as the elimination of the IR drop of the filament 
cathode (typically about tv/o volts). 

The dispenser cathode chosen uses a barium calcium aluminate formulation as 
the emitting material; this is fabricated in a disk and installed at one end 
of a . 050-inch diameter molybdenum tube. The heater, an alumina-insulated, 
double-helically wound, tungsten-alloy wire is installed in the opposite 
end of the tub^, Tnis asseniuly was mounted co-ari?"' ly in a ,156-inch 
diameter stainless steel tube by means of three radial wires (,005-inch 
tantalum) spot-welded to the tubes. (This configuration served to enhance 
heat retention by the cathode.) The stainless steel tube v/as fastened 
at one end by a compression fit within an alumina tube which served as an 
insulated mount for the entire cathode assembly. 

The cathode assembly was installed in a vacuum system employing a miniature 
bell jar. Observations of the brightness temperature of the cathode were 
then made using an optical pyrometer. Using an electron emission projection 
of two amperes per square centimeter at llOO^C brightness temperature, 
indicated that an emission level somewhat higher than that of the tungsten- 
wire filament should be achievable at a much reduced cathode temperature and 
with less than half the driving wattage. Further, it may be possible to im- 
prove this performance by use of smaller radial wires supporting the molyb-i, 
denum tube housing the cathode. • 

The operating life of the dispenser cathode strongly dependent upon 
operating temperature. The cathode manufacturer estimates a 2000-hour life 
at nOO°C. Each 50°C lowering of temperature would be expected to square 
the life of the cathode (but halve the emission). However, heater failure 
occurred in the first-built cathode in about 50 hours in the bell jar 
environment (pressure in the 10“' Torr range). Failure was attributed to 
degradation of the alumina heater wire insulation, and subsequent shorting 
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of heater wire turns (heater wire was O.OOlti-inch tungsten alloy). The 
suggested remedy for this condition is to pot the heater in the 
molybdenum tube thereby shielding it from the residual gases within the 
vacuum system, and possibly the use of larger diameter heater wire. 
Meantime, the negative connections of heater and cathode v/ere connected 
when the cathode was installed in the multi gas analyzer (MGA) to elimi- 
nate possible cataphoretic effect leading to heater failure. 

After completing pyrometer observations in the bell jar system, the dis- 
penser cathode v;as installed in the MGA. The ion source (Reference: 

Figure B-4, Cabin Atmosphere Monitoring System, Operations Manual) v/as 
modified so that the electron beam was at right angles to that occurring 
with the existing tungsten filaments which were made inoperative. To 
do this, one end of the Faraday Cage was shortened and its ends closed by 
electrically-conducting surfaces*, however, a gridded aperture 5/32-inch 
in diameter was installed at the shortened end opposite the dispenser 
cathode emitting surface to provide access for the electron beam. 

The dispenser cathode model was used for obtaining mass spectra of several 
compounds found in closed, respiratory atmospheres in order to designate 
"identifier" peaks for these compounds (i.e., peaks which remain relatively 
strong in the spectra at low electron energies, such as 12 or 15 volts). 
Heater degradation was evident during these tests, and use of the dispenser 
cathode was therefore discontinued after about six weeks to avoid undue 
testing delay. 

In addition to. limited heater life, the electron emission of the disoenser 
cathode decreased considerably as the pressure in llie niulLi yas analyzer 
was increased. Further evaluation of this effect remains to be done. 
Development of the dispenser cathode for the multi gas analyzer would en- 
tail effort as well in heater and cathode mount design and performance 
testing with gases of analytical interest to determine their effect on 
emission. 


The Ion pump ins'talled in the preprototype Cabin Atmosphere Monitoring 
System is a significant weight item - pounds. Most of the v/eight is 
due to the magnet assembly. Contact was made with manufacturers of 
samarium cobaU magnets to determine the possibilities for weight saving 
by use of this recently developed material. A modified magnet assembly 
using thinner pole pieces of this material would weigh about half as 
much as the present design and yet provide the same flux density. Fur- 
ther weight saving could be achieved by redesigning the flange connection 
to lighten the ion pump by about 35 percent. 


Pulsed Leak 


Design studies of the pulsed leak v;ere carried out as part of another 
project, and are mentioned briefly here because they bear on the develop- 
inent of the CAMS prototype design. 

Consideration was given to a re-design of the poppet suspension and 
poppet material in order to enhance vacuum sealing capability and life. 

The poppet is mounted at the center of a spring diaphragm (Reference: 

Pulsed Leak Description in Monthly Status Report #MSR-F2107-7) . This 
diaphragm is a stainless steel disk secured at its periphery by a clamping 
ring. -In order to reduce spring rate and to mitn’mize undesirable cocking 
of the poppet on its seat, an alternate design of the spring diaphragm 
v/as fabricated. This is a 3-arm design fabricated by chemical etching cf 
a stainless steel disk. The closure force is applied to the poppet by 
three spring members which are continuous with thinker hub an‘d rim sections. 
This configuration is intended to provide: preload application which is 

not affected when clamping the spring in the pulsed leak body, and lower 
spring rate. 

Various elastomers, plastics, and soft metals were studied to determine 
if there is a good alternate to teflon as the poppet material. Teflon 
qualifies for this application better than most materials, and consider- 
able experience with it has been gained; it is, however, given to some cold 
flow with possible loss of closure force. Harder materials (soft metals 
and some plastics) may not vacuum seal as well because of surface finish 
and alignment imperfections, while softer materials (elastomers) may not 
afford as consistent gac; Hplivery upon oulsing because of their greater 
deformation. In any case the poppet material should be chemically 
inert to the gases expected in the analytical sample, and provide long- 
term, vacuum integrity over a temperature range or -40°F to +160°F. Two 
or three of the recently introduced elastomers and plastics appear to have 
possibilities as poppet materials. Considerable testing would be involved 
In making a selection among these. Moreover, the gases to be encountered 
in a given analytical situation should be identified to assure an appro- 
priate selection as to chemical inertness of the poppet material. 

Gas delivery configurations (pulsed leak-to-ion source) were studied as to 
the effect on measurement sensitivity of the MGA. The argon 36 and argon 
38 isotopes in air were used primarily as the detected species. The 
results indicated that on-axis delivery (i.e., gas plume from pulsed leak 
on the axis of the quadrupole) to the ion source gave better sensitivity , 
than delivery at 9QO to this axis. Single plume delivery was superior 
to two-plume delivery with plumes 15° off the axis of the quadrupole. 

Pulsed leak-to-ion source distance and diameter of the gas plume from the 
pulsed leak were found to be important as well in obtaining maximum 
sensitivity. 
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SECTION 3 

MODIFICATIONS HADE TO THE CAMS PREPROTOTYPE MODEL 


Modifications were made to the CAMS Preprototype Model to improve 
quadrupole control voltage temperature stability and programming. 

These modifications were made on Card 2 (Voltage Generator - Quad 
Control) and Card 4 (Program Logic), and are shown by revision of the 
schematic diagrams SKI 31 065, Sheet 3, and SKI 31 067, Sheet 3, respec- 
tively, Revised copies of these schematics are found in Appendix A 
replacing those found in the CAMS Operations Manual. 

The quad control voltage generator was modified to provide better 
temperature stability. The basic reference element is now the 1N827 
temperature-stabilized zener diode rather than the +15 volt power supply. 
The maximum temperature- induced voltage change of this zener is +2 
millivolts over the +40°F range. The jjD.3 millivolt offset shift of 
the LM108 can be added to the +2 millivolt zener shift to predict a 
maximum quadrupole control voltage temrerature shift over the 40°F to 
100°F operating range of +2.3 m111ivo''ts, or 0.07 amu. 

Card 4 was modified to eliminate a possible start-up malfunction. When 
power is first applied, or when the operating mode is changed from sweep 
to program, the state flip-flops (U1 through U3) may all be in the cleared 
state. This causes the quadrupole control voltage to be over range. This 
over range voltage now (through the added circuitry) forces UlA to be 
preset. The program now precedes from s-tate . zero 
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SECTION 4 


•SOME APPLICATION CONSIDERATIONS 


AUTOMATIC GAIN CONTROL & ABSOLUTE PRESSURE REFERENCING 

Automatic gain control (AGC) provides a means for periodic updating the 
calibration of the multi gas analyzer (HGA). In the natural atmosphere 
AGC relies on the partial pressure constancy of a selected inert gas (such 
as an argon isotope) as the measurement reference. The ready availability 
of such a partial pressure source permits essentially continuous calibration 
updating. Sampling of the selected reference gas is made a part of the MGA 
analytical regimen, and the system gain is automatically adjusted to null 
out any difference between the measured output and a fixed voltage generated 
within the MGA. 

In an artificial atmosphere, such as that of the space vehicle cabin, there 
is no innate balance of sources and sinks to insure a constant partial pres- 
sure level of a constituent gas. The options then become: (1) reliance on 

the calibration of the MGA (without AGC); (2) provision of a pressure refer- 
ence of some sort. In the first case, reference voltages can be established 
within the MGA against which output measurements would be compared. The 
"error" signals so developed could be used to effect partial pressure control 
of the constituent gases. The difference between measured output and refer- 
ence voltages would be nulled when the partial pressure of a constituent was 
at the desired value, in the second case, a pressure reference v/ould be 
provided as a basis for AGC operation. 

Generation of a pressure reference in the space cabin preferably would not 
require the use of gases not normally present nor add significant hardware. 
Possibilities for generating an absolute pressure reference for AGC opera- 
tion include cabin total pressure and oxygen partial pressure from the 
regulated, low pressur,e supply stage*. In using cabin total pressure as the 
reference, the MGA oxygen and nitrogen outputs would be scaled such that 
their total was in agreement with the value indicated by the total pressure 
transducer. Use of regulated, low pressure oxygen as the reference would 
entail temporary diversion of the oxygen supply line to the MGA inlet and 
assumes absolute and fixed pressure control of the oxygen supply at the low 
pressure stage. Gain adjustment of the MGA would then be made to bring its 
oxygen partial pressure measurement into correspondence with the fixed pre^,- 
sure of the oxygen supply. This gain adjustment would then be applied to • 
other measurement channels of the MGA as well. 


♦Some use of oxygen for MGA inlet purging is implicit in this scheme, but 
is small relative to the delivery requirements for crew respiratory 
support. Since nitrogen is expected to be delivered to the cabin in 
much smaller quantity, it is not suggested as a partial pressure reference. 
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AGC using an absolute pressure transducer assumes the permissibility of some 
inaccuracy in measuring total pressure and the omission of minor atmospheric 
constituents in summing the partial pressures. The measurement of cabin 
total pressure can presumably be made to at least 0.5% of the actual value 
by available, flight-quality absolute pressure transducers. The assumption 
that the sum of the oxygen and nitrogen partial pressures is equal to the 
cabin total pressure may be permissible. Such a summation ignores the 
partial pressures of trace gases, carbon dioxide and water. Trace gas 
concentrations due only to the impurity of the oxygen and nitrogen supplies 
may be 10 ppm using so-called "ultra high purity" grade, of 100 ppm using 
"high purity" grade. If near-normal carbon dioxide concentration (say less 
than 0.05%) is maintained, its partial pressure is not significant either. 
Ignoring of water partial pressure may be questionable if relative humidities 
higher than 40 or 50% (above 1% concentration) are tolerated. 



Specific Gas Measurement Examples 

The NASA requirement is for an instrument to monitor and control partial 
pressures v/ithin the atmospheres of manned space cabins. These gases 
may be present in concentrations as low as "parts per million" or as 
high as 80 per cent (nitrogen). Analytical techniques of the multi gas 
analyzer (MGA) which can be applied in the Cabin Atmospheric Monitoring 
System (CAf-lS) include ion mass filtering, controlled ionization, and 
electronic signal recognition. 


The CAMS pre-prototype model provides for the simultaneous measurement 
of four gases (such as nitrogen, oxygen, carbon dioxide, and water) as 
well as for the derivation of mass spectra in the range of 1 to 300 amu. 
The measurement of the four cited gases is made using their parent ion 
(amu 28, 32, 44, 18, respectively). 


Many gases of the space cabin are present In very small concentrations 
demanding good instrument sensitivity and specificity for their measure- 
ment. Pulsed sample introduction to the instrument directly at atmospheric 
pressure results in momentarily high ion populations by v/hich sensitivity 
can be enhanced. Where ions of the same mass number are generated in the 
ion’ source of the instrument by more than one atmospheric gas, it may be 
possible to lower the ionization level (i.e., use low electron energies 
in ionizing) to either selectively ionize the gases, or to virtually 
eliminate an interference by simplifying the ion fragmentation patterns. 
Although lowered ionization levels result in 
sufficient sensitivity may still be realized 
The preferred measurement rationale seeks to 

single unique, mass peak icing programmed ionisation levels as necessary 
to eliminate mass number interferences. These analytical possibilities are 
discussed in the following for some of the trace gases which have been 
used with the MGA. 


reduced cutout signal 
through pulsed mode operation, 
identify a gas species by a 


Methane is metabolically derived and hus been reported in significant 
concentrations in manned simulator tests. The sensitivity of the pre- 
prototype model of CAMS for methane is abou*- one part per million using 
the amu 15 ion as the monitored species. The parent peak at amu 16 is 
somewhat larger than ■t'he amu 15 peak, but is subject to interference by 
atomic oxygen. 

Monomethyl hydrazine (MMH) is a fuel used aboard the Shuttle vehicle. The 
detection threshold for MMH is about 0.2 parts per million. The amu 45 
ion is used for detection with readout logic preventing indication unless 
the accompanying parent ion (amu 46) is present in at least equal concen- 
tration. To prevent measurement interference from carbon dioxide 
containing isotopic carbon (Cl3) at amu 45, advantage is taken of the higher 
ionization potential of carbon dioxide in reducing the electron energy of 
the ion source to suppress its ionization. MMH oxidizes rapidly in air 
forming reaction products which can be detected by the MGA using amu 58 
and 72 ion peaks. 


20 


Nitrogen dioxide (NOg), an oxidizer for MMH, is also used aboard the 
Shuttle vehicle. The parent ion, amu 46, is used for its detection. 

Unlike MMH there is no accompanying amu 45 peak and electronic logic is 
used to distinguish betv/een MMH and NOg, i.e., no MMH reading will occur 
if twice an amu 45 peak is greater than an accompanying amu 46 peak, 
and no NO 2 reading will occur unless the amu 46 peak is greater than 
twice the amu 45 peak. Detection thresholds of about 0.2 parts per 
million have been obtained for NO 2 . 

Acetone has been reported in closed atmospheres. The minimum detectable 
sensitivity for acetone, using its amu 43 {most abundant) ion, is less 
than one part per million. 

Carbon monoxide is found in closed cabin atmospheres, but is not detectable 
at the desired sensitivity for this application because of nitrogen inter- 
ference at amu 28. Concentrations in the order of 100 to 200 parts per 
million have been detected by the MGA at lowered electron energies to 
preferential ly ionize the carbon monoxide (ionization potential of 
molecular carbon monoxide is 14.0 volts while that of nitrogen is 15.6 
volts). Approaches for improving sensitivity include: ionization using 

an electron beam having more nearly mono-energetic electrons to enhance 
selective ionization, and chemical conversion and measurement as carbon 
dioxide. 

Mass spectra of several trace compounds which may be present in closed • 
atmospheres have been taken at low ionization levels to ascertain which 
peak could be used for Identification of the given compound. At electron 
energies in the range of 15 to 20 electron volts, the number of peaks in 
Lite spectra decreases siyiiificataly. Trie number or peaxs naving an ampli-’ 
tude more than 1 percent of recorder scale was reduced to a fifth or less 
of the n”^ber occurring at 70 electron volts, at the same time one or 
more peaks remain at a high enough amplitude to be useful as an "indicator" 
peak. Benzene was found to have 43 peaks having an amplitude greater than 
1 percent recorder scale at an ionization level of 70 electron volts, while 
at 15 electron volts only three remained. Of these, one was significant 
as an "indicator" peak.' Methyl choroform had 64 peaks whose amplitude 
was greater than 1 percent recorder scale at 70 electron volts, while at 
15 electron volts only 7 remained two of which were significant. The 
simplification of spectra obtained by use of low ionization levels greatly 
reduces the chance for analytical interference when several .compounds are 
present simultaneously. 
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APPENDIX A 


DRAWING REVISIONS TO CAMS OPERATIONS MANUAL 


This appendix documents modifications made to the CAMS proprototype model 
since issuing the Operations Manual. These modifications are indicated 
in revised copies of pages A-30 and A-36 (SK131065, Sheet 3 and SK131067, 
Sheet 3, respectively) of themanual in this appendix. 
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